Complications of the Fogarty catheter technique for removal of endobronchial foreign bodies.
Extraction of endobronchial foreign bodies using the Fogarty catheter has been widely accepted. An unsuccessful application of this technique complicated by pneumothorax and catheter tip separation is presented. Avoidance of complications resulting from forceful instrumentation is emphasized.